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INTRODUCTION 

In the present standard desiprii specifica¬ 
tions for l-F transformers, some of the 
quantities specifieil are not directly related 
to the actual performance of the trans- 
fonner in a radio receiver, and some cannot 
Ix^ measured without disassembly of the 
unit. Mr. C. A. Hultberg, Mr. T. Vanacore, 
and other memlx>rs of the engineering de¬ 
partment of the Colonial Kadio Corporation have proposed a new set 
of design specifications based on three quantitie.s, directly related to 
performance, which can Ixj mca.sured without disassembly of the trans- 
fonner. They are: 

1. Coil inductances. 

2. Resonant im|3edance or conductance of each winding with the 

other winding short-idrcuitcd. 

3. Coupling factor. 

The resonant conductances and the coupling factor in this design 
s|K‘cification can be measured accurately and directly by the 


/ilia 

IN THIS ISSUE 

Page 

Labor.\tory Exkrcksks 
WITH THE VaCUCM- 

Tube Bridge. 7 

MmCKLLAXY. 7 


Typk 910-.\ H-F 
Bridge using the 
methods descrilx'd 
in this article. The 
coil induct ance-s 
can be measured 


Figure 1. Panel view of 
the Type 916<A Radio- 
Frequency Bridge. 
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Figure 2. Equivalent series circuit of a high resistance 
in parallel with a capacitor. 


wi(h liijili riccuracy on the Type 821-A 
'rwin-'l' Impedance Measuring Circuit 
by I ho Iwofretiucncy method without 
(lisodimectiiig the trimmer capacitors. 
iMimdly gootl results can be obtained 
willi the Ibulio-Frequency Bridge and 
an ex I (Mil ;d Tvpe 722-N Precision Con- 
<l(Misrr, connected for parallel substitu¬ 
tion nnuusiirements. 


CONDUCTANCE MEASUREMENTS 

Alllutiigh the Type 916-A R-F Bridge 
was ilesigned for the measurement of the 
.sorites components of relatively low im- 
p(*dances, it can easily be adapted to 
mcasnie high impedances by shunting 
I he unknown with a reactance so chosen 
lus lo bring the impedance of the com¬ 
bination within the range of the bridge. 
l’"or the measurement of a higli resist¬ 
ance, i.e., the resonant impedance of a 
parallel tuned circuit, it is possible to 
make the bridge direct reading in cir¬ 
cuit conductance and to eliminate most 
of the calculations that usually make 
this method of measurement so tedious. 

As shown in Figure 2, the capacitor, 
Ca, conncH^ted across a resistor, Ro, has 
an equivalent series circuit consisting of 
the same capacitor in series with a re- 

sistor approximately equal to —^ t when 

Rq 

Xa is very small in comparison to Rq. 
This series resistance can be measured 
on the bridge and the value of Gq de¬ 
termined from the expression 




R.. 


Ro Au 


( 1 ) 


where Rm is the reading of the bridge 
resistance dial. The bridge can be 
made direct reading by so choosing the 
capacitor Ca to make Xa a decimal 
value, thus eliminating all calculations. 

In an actual measiu-ement, the shunt¬ 
ing capacitor alone is first connected 
across the bridge terminals and an 
initial balance made. The tuned circuit 
to be measured is then connected in 
parallel with the capacitor and a final 
balance made by adjusting the resist¬ 
ance dial on the bridge and the tuning 
capacitor on the circuit under test. 

Since the method of measurement is 
based on an appro.ximation, the accu¬ 
racy and limitations of the method must 
be known before it can be used effec¬ 
tively. In the following paragraphs, the 
method will be anaU^zed and the mag¬ 
nitude of the erroi’s determined. 

Under the conditions outlined above, 
the impedance Zi connected across the 
bridge tenninals during the initial bal¬ 
ance is 

Z,=jXi=jXa ( 2 ) 

where Xa is the reactance of the shunt 
capacitor Ca shown in Figure 3. 

When the tuned circuit having a 
series i*esistance Rx and a reactance A, 
is coimected and the final balance made, 
the .series resistive and reactive com¬ 
ponents of the impedance Z 2 then con¬ 
nected across the terminals are: 



Figure 3. Bridge connections for the measurements 
discussed in this article. 
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In this Ciise, is the reading of the 
resistance dial, and, since the reactance 
dial is not moved when making the final 
balance, 

Xt = X, = X, (5) 

If the ex]>re8sion for Xi given in Fkiua- 
tion (5) is substituted in Equation (4), 
and the resulting expression for X* sub- 
stiUitcnl in Equation (3), the result is 



X, = -Xa (7) 

E(iuation (7) shows that the resonant 
circuit must 1x3 detuneil to produce a 
8t*ries rejictance of magnitude — A'a for 
balance. Detuning causes the effective 
series resistance, 7?x, to decrease from 
its maximum value at resonance, Rq. 
'I’he magnitude of this deviation is small 

if ^ is small, and can l)e calculated in 
Rq 

the following manner. 

For small deviations, AC, from the 
capacitance at re.^onance, Co, the effec¬ 
tive series resistance and reactance of a 
parallel-tuncii circuit are given quite ac¬ 
curately by the approximations 



m] 

(8) 

AG 

to 


(9) 


where Q is the storage factor of the 
resonant circuit. The amount of detun¬ 
ing necessary to produce the reactance 
indicated by Equation (7) can l>e de¬ 



Figure 4. Shunt capacitance vs. frequency for various 
decimal multipliers. 


termined from Equation (9). The actual 
deviation in R, from its resonant value 
can then lx* determine<I from Ecpiation 
(8). The resultant expression for the 
re.sonant conductance, G’o, is: 

If we let 

= ( 11 ) 

•V « 

and 


then 

Go ^ KRfn mhos = /inihos (12) 

where /v’„ is the factor which converts 
the indicated scries resistance in ohms 
to the resonant conductance in mi¬ 
cromhos. 


= WK = 




(13) 
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The error, in the indicated con¬ 
ductance expi'essed as a fraction of the 
indicated conductance is approximately: 



= KJC X 10-^ (14) 

Therefore, if the errors due to detuning 
are to be kept small, the reactance of 
the shunt capacitor should be very small 
crompared to the resonant impedance. 

The errors due to lo.sses in the shunt¬ 
ing capacitor are negligible as long as 
the dissipation factor of the capacitor 
is less than 0.01 and the resistance dial 
is set at zero when the initial balance 
is made with the capacitor alone con¬ 
nected. 

The shunting capacitances required 
for various values of /v ^ are indicated in 
l^'igure 4. Figure 5 shows the values of 
conductance meaxsurable within various 
accuracies as a function of K^. The 
limits indicated by the dashed lines are 
iietermined by the accuracy of calibra¬ 
tion of the resistance dial. 


EXAMPLE 

The intoiTnediate-frequency trans¬ 
former chosen for this illustration is a 


standard double-tuned inductively- 
coupled unit, operating at 455 kilo- 
cycles, which is completely assembled in 
its shield can with its trimmer capacitors 
connected. In the following paragraphs 
the general test procedure will be de¬ 
scribed; however, in most applications a 
number of short-cuts will be apparent to 
the user. 

The first step is to estimate roughly 
the magnitude of the conductance to be 
measured so a value of can be selected 
which will permit the measurement to be 
made within the desired accuracy. In 
the example under consideration, the 
conductance is of the order of 30 jumhos, 
and the desired accuracy is ±5 per cent. 
From Figure 5 it can be seen that a 
of 0.1 meets these requirements. Figure 
4 or Equation (13) shows that the shunt¬ 
ing capacitance required for this value 
of at 455 kilocycles is 110.6 

The indicated v^alue of shunting ca- 
pacitance includes the terminal capaci¬ 
tance of the bridge and other stray 
capacitances. Hence, for greatest ac¬ 
curacy, the capacitor should be meas¬ 
ured in place on the bridge. This can be 
done using the reactance-measuring 
property of the bridge itself; however, 
the accuracy of the determination of /\% 


Figure 5. Range of conductance measurable within 
given accuracy limits for vorious values of K/i. 


Figure 6. Resistonce above which the "Boella Effect" 
starts to influence appreciably the parallel resistance 
of IRC Type F>1 Resistors vs. frequency. 



fterm. a, 
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under these conditions is only :t4 per 
cent, because the bridge accuracy 
for reactance measurement is i:2 per 
cent. 

more accurate method of determin¬ 
ing the pre<*ise value of /\ „ is to measure 
the conductance of a low-reactance re¬ 
sistor having a known conductance, 
using the bridge in the stime manner as 
for transformer measurements. In this 
methcxl of calibration the reactance dial 
is adjusted for the final balance in place 
of the tuning capacitor on the trans¬ 
former, and is the ratio of the con¬ 
ductance of the standard resistor to the 
resistance dial reading. 

The a-c conductances of IRC IVpe 
F- l Resistors and other similar units are 
very close to their d-c conductances for 
resistances within the limits indicated 
in Figure 6; deviation at higher re¬ 
sistances is caused by the Botdla effect. 
In some cases the shunt (capacitance of 
the re.sistor will cause small errors; how¬ 
ever, corrections for these errors can be 
made using Figure 7. In this case a 
l(X),0()0 ohm resistor is used as a stand¬ 
ard and the shunting capacitance ad¬ 
justed until the resistance dial reads 
100 olims. 

After the shunting capacitance has 
l)een adjusted or (he value of A% ac- 
cunitely determined, the capacitor is 
ccainected across the bridge terminals 
and the initial balance mmie. This 
balance should be made with the resist^ 
ance and reactance dials both set at 
zero and the A-f ^ switch in the A position 
if the shunting capacitance is greater 
than UK) niA, If the shunting capacitance 
is less than this value, the L-r switch 
should 1)0 set in the C position, the 
resistance dial at zero, and the react- 

10 * 

ance dial at about 5(KX)- 

Vk, 


This proce<lure eliminates the nece^ssity 
of making an additional initial balance' 
with the bridge terminals .short(»d. In 
the case under consideration, the ca¬ 
pacitance is llO.fiAtjuf so the L-C switch 
is set in the C positi(3n, the reactance 
dial at 3500, and the initial lialance 
made. 

The circuit is now set up to measure 
the unknown conductance. The resonant 
conductance of the primary alone should 
be measured first. This is done by short- 
circuiting the se(^ondary winding leads 
and connecting the primar\' winding in 
parallel with the shunting capacitor on 
the bridge. Then a balance is obtained 
by adjusting the re.sistance dial on the 
bridge and the primary trimmer ca¬ 
pacitor in tJie transformer. The reading 
of the resi.stance dial multiplied by 
gives the magnitude of the conductance. 
In this example the resistance dial 
reading is 134 ohms and, since = 0.1, 
the measured condutiance is 13.1 
^mhos. 


Figure 7. CorrucHon In measured conductoncs for 
error caused by rooctonco in Iho circuit undor tost. 
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MEASUREMENT 
OF COUPLING FACTOR 

Tho coupling factor, Fe, is defined as: 

/". = = ^' = I + 


= I + 




(15) 


wliere Rp and Gp are the resonant 
primary resistance and conductance 
with the secondary short-circuited, /?p, 
and Gp, are the resonant primary re¬ 
sistance and conductance with the 
secondary' resonated, Qp is the storage 
factor of the primary circuit alone, 0, 
is the storage factor of the secondary 
circuit alone, /c is the actual coefficient 
of coupling, and kg is the coefficient for 
critical coupling. 

In order to determine the coupling 
factor, the resonant primary conduct¬ 
ance must be measured with the trans¬ 
former secondary i-esonatcd. Tliis is 
accomplished by removing the short- 
circuit from the secondary and obtaining 
a new balance by adjusting the re¬ 
sistance dial and the secondar>^ trimmer 
capacitor. The other bridge controls and 
the primary tuning should not be dis¬ 
turbed between the two measurements 
of the primary conductance. In this 
measurement the error will be approxi¬ 
mately twice that indicated in Figure 5. 
The resistance dial reads 273 ohms when 


the secondary' of the transformer under 
consideration is resonated, and hence its 
conductance is 27.3 /xnihos. From Equa¬ 
tion (15) the coupling factor is therefore 

= 2.04 and ^ = 1.02. 

13 *4 

The resonant secondar>^ conductance 
can be measured in the same manner as 
outlined for the primary; and, if desir¬ 
able, the coupling factor can be deter¬ 
mined from measurements on the sec¬ 
ondary in.stead of the primary. The 
same answer should be obtained in both 
cases. 

The resonant conductance of other 
tyT^es of single and double-tuned cir¬ 
cuits and the conductance of relatively 
low-reactance resistors can also be 
measured accurately on the Type 916-A 
R-F Bridge through the use of the 
method described, and, in applications 
in which a numl:>er of measurements are 
required at one or more specified fre¬ 
quencies, a fixture can be constructed 
which will mount dii-ectly on the bridge 
and have the required calibrated capaci¬ 
tors connected acrass the terminals by 
means of a switch. For tuned-circuit 
measurements, small external trimmer 
capacitors may also be provided to 
permit a finer tuning capacitance ad¬ 
justment than can be obtained using the 
capacitors built in the transformer. 

-R. A. SODERMAN 


REPRINTS AVAILABLE 


Reprints of the foregoing article are 
being prepared, with larger and more 
detailed charts of Figures 4 through 7. 


Copies will be avaOable shortly and will 
be sent to any of our readers who request 
them. —EorroR 
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LABORATORY EXERCISES WITH 
THE VACUUM-TUBE BRIDGE 


Is evident from a coa’^idernt ion of 
its rircuit characteristics, the Type 
561-D Vacuum-Tube Bridge is not 
limited in its applications strictly to the 
measurement of tubes, but is capable of 
measuring the voltage gain, output 
resistance, and effective transconduct¬ 
ance of any three-terminal network 
appropriately connected to its terminals. 

The versatility and adaptability of 
the bridge for these measurements make 
it particularly useful in teaching and 
in laboratory experiments for students. 
In the March, 1948, issue of American 
Journal of Physics, Professor Edwarrl 
II. Green, of Brooklyn College, under 


the title, “A Precise Laboratory Exer¬ 
cise Using a Vacuum-Tube Bridge/' 
describes a student laboratory exercise 
based on the Type 501-1) Vacuum-Tube 
Bridge. The article covers such measiue- 
ments as the gain and output resistance 
of triode amplifiers with and without 
feedback, cathode followers, negative 
coeflScients, and the determination of 
the criterion for oscillation of a negative- 
resistance oscillator. This comprehensive 
and very readable article should be of 
interest to teachers of electronics and of 
electrical communications. Reprints are 
available and we shall lie glad to send 
copies to all who request them. 


MISCELLANY 


RECENT VISITORS to our plant and 
laboratories — Mr. John R. Pheazey, 
Works Director, Standard Telephones 
and Cables, Ltd., London; Mr. C. I. 
Snow and Mr. F. H. Andrews of Im¬ 
perial Chemical Industries, London; 
Mr. K. Bogedam, Copenhagen; Dr. L. 
Rohde of Rohde and Schwartz, Munich; 
and Mr. H. S. Walker, RCA Victor Co., 
Ltd., Montreal. 

1949 IRE CONVENTION —March 
7-10 arc the dates set for the 1949 Annual 
Convention of the Institute of Radio En¬ 
gineers, which promises to be the biggest 
anil bc.st in the Institute's history. The 
Convention will open with the annual 
meeting of the Institute on Monday, 
March 7, at 10:30 A.M., when Ivan S. 
Coggeshall will speak on *Terpctual 
Youth and the IRE." On Tuesday, the 
President's Luncheon will honor the in¬ 
coming president, Stuart L. Bailey, 


and on Wednesday evening, at the 
annual banquet, Frank Stanton, presi¬ 
dent of CBS, will speak on "Television 
Today." 

Technical sessions will be held at both 
the Hotel Commodore and Grand 
Central Palace. A total of 170 papers 
will be presented during the 4-day 
period, covering a wide range of sul>- 
jects in radio, electronics, and allied 
fields. 

Some 200 firms will exhibit their 
products at the Radio Engineering 
Show, held at Grand Central Palace. 

The General Radio exhibit will be in 
Booths 92 and 93, the same space that 
we have had for the past tw^o years. Rep¬ 
resentatives of the Development Eji- 
gineering, Sales Engineering, and Serv¬ 
ice Departments will he on hand to 
discuss applications of General Radio 
equipment and to answer questions. We 
hope that all our friends will drop in. 
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A group of Typo 1100 Froquoncy Standards undorgoing porformanco tosts in our Standardizing Laboratory. 
Accuracy and stability must bo woli insido catalog spociflcotions boforo tho oscillators rocoivo tho 

Laborotory's O.K. 

^J^UE General Radio EXPERIMENTER is mailed without charge each 
month to engineers, scientists, technicians, and others interested in 
communication-frequency measurement and control problems. When 
sending requests for subscriptions and address-change notices, please 
supply the following information: name, company address, type of busi¬ 
ness company is engaged in, and title or position of individual. 
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